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Abstract 


We have developed a compact, stable, single-stage intensified photodiode array detector 
for photon-counting, far ultraviolet astranomy applications. The intensifier, constructed 
by ITT, employs a saturable, *C'-type MCP (Galilee S. MCP 25-25) to produce high gain (*'<10®) 
pulses with a narrowly peaked pulse height distribution. A high efficiency, opaque Csl 
photocathode is coated directly onto the MCP input surface. The P-20 output phosphor 
exhibits a very short ('^.10us) decay time, due to the high current density of the electron 
pulses. We are currently coupling this intensifier to a Reticon RL1024-SF self-scanning 
linear photodiode array, with 1024 - 25u x 2.5 mn tall diodes. This device has a fiber 
optic input window which allows direct, rigid mechanical coupling with minimal light loss. 
Initial testing has been accomplished using the driver circuitry supplied by Reticon, 
followed by a 4 bit ADC and DMA interface with an HP 9845 desktop computer. The array was 
scanned at a 250 KHz pixel rate. The detector exhibits more than adequate signal-to-noise 
ratio for pulse counting and event location. Event location algoritmns that compute the 
pulse centroids to 1/2 diode width accuracy have yielded detector spatial resolution limited 
by the MCP channel spacing (32u). Designs for a fast amplifier/clock driver circuit and a 
bit-slice microprocessor device for real-time photon event location are now being imple- 
mented. We anticipate that the short ohosphor decay time and use of a fast, dedicated 
microprocessor for event location will permit rapid scan speeds and hence large dynamic 
range. The small physical size, stability, insensitivity to environment, low bias voltage, 
wide dynamic range and independent pixel properties combine to make this detector very 
suitable for space flight astronomy applications. 


Introduction 


We have recently begun a program for the development of intensified solid state array 
detectors for pulse coxmting ultraviolet astronomy applications. This effort has evolved 
from an ongoing program to provide efficient panoramic detectors for our rocket telescope- 
spectrometers for the measurement of the far UV spectral and imaging of a wide range of 
astronomical sources: planetary stellar,^ and extragalactic. ^ These earlier detectors, 

all employing aicrochannel plates (MCP’s) in the chevron configuration with resistive anodes 
for one or two dimensional imaging, while sufficient for the immediate application, demon- 
strated some undesirable characteristics: dynamic range limited to < 1000 cts/sec, aliasing 
in the presence of strong spectral features, image drift, and resolution restricted to >.57.. 
These difficulties led us to investigate the concept of a high gain image converter coupled 
with a self-scanned solid state array and appropriate electronics for high speed photon 
event detection and location. Such a device would in principle have excellent image stabil- 
ity, considerably better resolution, and its independent pixels would eliminate aliasing and 
improve dynamic range. Furthermore, the intensifier package, once developed, could also be 
coupled with any of a wide range of visible light detector arrays currently available (and 
rapidly being developed) to suit a given application. 


A number of detector systems utilizing this concept have been constructed in the past 
several years for ground based astronomy apolications . ® *® > ^ In order to produce sufficient 
gain for pulse counting, these designs have typically employed a multi-stage intensifier 
package with up to six electrostatic focus image tubes in tandem, or, more recently, 
straight-channel MCP intensifiers coupled with cne or more electrostatic focus tubes.®*® 
These systems, while capable of photon counting at low rates with reasonable resolution, 
have characteristically poor pulse height distribution (PHD) resolution, non-uniform gain, 
and long phosphor decay tails at the output stage. These factors combine to make pulse 
counting difficult and lim.it the dynamic range by requiring successive frame subtraction 
and high threshold settings. They also suffer from relatively large size, distortion, and 
sensitivity to ambient electromagnetic fields, and require very high bias voltages, all of 
which make such a design impractical for space astronomy applications. 


The recent development of high gain saturable microchannel plates (S.MCP's),® commercial- 
ly available from Galileo Electro-Optics Corporation, has made possible an alternate 
intensifier approach. A single-stage intensifier for visible photon counting with a TV 
(Plumbicon) tube, which employs a curved channel MCP of a different type, has previously 
been described by Rossier, et al.'® We have demonstrated that the single S.MCF in a 
proximity focussed intensifier tube produces more than sufficient gain for pulse counting 



when fiber-opclcally cot^led to a sel£>scanned photodiode array. This Intenalfler also 
exhibits a well-peaked PHD, very short phosphor decay time, uniform sain and, with a simple 
pe^ location algorithm for photon event location, demonstrates resolution limited by the 
S.MCP pore spacing. These qualities combined with Its compactness, low bias voltage 
requirements (<8KV) , insensitivity to external mag:netlc fields and minimal distortion appear 
to make this Intenalfler design nearly Ideal for use In space astronomy. The results, 
described below, of our Initial testing of a prototype device have been sufficiently 
encouraging that we have adopted this detector concept for our Hopkins Ultraviolet Telescope 
(HUT) Instrxjment - a .9 m telescope- spectrometer for spectrophotometry in the 900-1800 X 
range, scheduled for Its Initial flight aboard the Space Shuttle on OSS- 3 In early 1985. 

Description 

nte prototype detector system which we are currentl> testing consists of a custom- 
designed, vacuum flange-mounted Image Intenslfler flber-optlcally coupled to a self-scanning 
linear diode array with associated readout circuitry, an analog to digital converter, and 
an Interface with a desktop computer. These components are described In detail below. The 
operation of the intenslfler is illustrated schematically in figure 1. 

The intenslfler was constructed by ITT, Electro-Optical Products Division, from their 
standard 25 mm brazed ceramic tube components TIG welded to a 2- 3/ A inch Varlan Conflat 
flange which Is suitably relieved. This flange mounting enables easy transfer of the device 
from processing hardware to testing facilities and allows for matal gasket high vacuum 
sealing onto the flight spectrometer where it is to be used in a windowless configuration. 

The tube body supports a Galileo S.MCP 25 saturable microchannel plate (or 'C plate - 
indicating the shape of the curved channels) with nominal 25 rm diameter active area and 
25u pores. The S.MCP produces ~10* electron gain in a single channel, thereby driving the 
channel into space-charge saturation, which results in a narrow pulse height distribution. 
The curved channel walls act to inhibit ion feedback which enables operation at high gain. 
Timothy® has tested these MCPs extensively and finds that, in order to take full advantage 
of their pulse saturating properties, the channel walls must be carefully cleaned by vacuum 
baking at 300* C followed by an electron scrubbing operation. Such a procedure was carried 
out on the MCP which we are testing although the plate was subjected to ambient air after 
Che bakeout in order to process the photocaChode in a separate facility at ITT. 

The opaque Csl photocathode, highly efficient below 1800 &, is evaporated directly onto 
the MCP input surface. Photoelectrons created on the surface are directed into a neighbor- 
ing microchannel by a repelling field of 200 V/mm produced by a slotted baffle held nega- 
tive with respect to the MCP input surface. The electrons exiting the MCP are proximity 
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Figxire 1. Detector Operation. This compact, single stage intenslfler produces 
more chan sufficient gain for photon counting with the Reticon diode array. 



focu«>«d across a .50 inch gap through a 5 KV nominal bias to tha aluminum ovareoatad P-20 
phosphor. Tha P-20 phosphor was chosan for Its small grain risa. hanca good rasolutlon, and 
its fast dacay tima and raasonably afflclant coupling to a silicon phetodloda array. Tha 
phosphor is coatad onto a 6u. 1:1. Galllao fibar optic output window with numarlcal apartura 
1 and with axtra mural absorbar (EMA) to raduea rasolutlon loss through its .520 inch 
thlcknass . 

Tha tuba body is pottad In a cylindrical Dalrin shall with Conothana EN-11. salactad for 
its low outgassing propartias. Four flying loads axit tha potting shall radially to provlda 
high voltaaa olactrlcal connactlons to tha alactron ropalling baffla, tha MCP input and 
output surracas and tha phosphor. Tha windowlass Intanslfiar Is approximataly 1 inch chick. 
A MgF 2 window, mountad in a mating flanga, is attachad to tha front of tha intanslfiar for 
laboratory tasting. A 0.2 i/s ion pung) is also waldad into this flanga to kaap tha Cuba 
prassurs low as tha MCP claans up. 

The Radeon RL1024SF linear phocodloda array was chosan bacausa of its format, which is 
Idaally matchad to tha HUT f/2 Rowland spaccromacar. The 25 u-wida diodas approximata tha 
rasolutlon of tha spactrometar and chair 2.5 mn haight allows for tha asclgmacism produced 
by such a fast spaccromacar design. This array is also eonvanlantly provided with a 6u 
fibar optic input window which allows for easy coupling to the intanslfiar. For our initial 
lab tasting, tha array is read out by the Radeon evaluation circuit board modified to 
provide a crystal-controlled clock, Tha combined odd- and even-diode video scream Is 
digitized to 6 bits accuracy; the 4 most significant bits are Chen multiplexed into 16 bit 
words which are accepted by an HP 9845B desktop computer via a bit-parallel DMA port. 

A synch word is provided to flag the end of each scan. This scheme, while readily imple- 
mented, allows us to scan the array at only 250 KHz (5 ms frame time), due to the slow 
amplifier response of Che readout circuit and the DMA rate of the HP 9845. A new readout 
circuit which should enable operation of the array at up to 2 MHz with good dynamic range, 
has been designed and fabricacad. A computer interface which employs a large FIFO buffer 
register, preceded by a hardware threshold discriminator, is being designed. These will 
enable high spaed testing of the detector in the near future. 

A software package has bean developed to evaluate the detector performance and to 
develop the most efficient algorithms for pulse counting and event location. Code was 
written for measurement of the pulse height distribution, the pulse shape and width, and 
for plotting the raw scan data, etc. These routines. Implemented primarily in BASIC, 
operate very slowly on the HP 9845. Thus the data is not analyzed in real time but a 'shot* 
of data is transferred to the memory (typically 124 detector scans), stored on tape, and 
then analyzed. Recording of the raw data permits direct comparison of the results of 
processing the same data set with different event location algorithms. 

Our initial approach to .he photon event location task was to simply select the diode 
with peak signal in each pulse and, if its amplitude lies within a discriminator window, 
increment the appropriate histogram bin by one count. This code was implemented in assembly 
language for more rapid data processing. Subsequently, more complex pulse location 
algorithms have been developed which evaluate the centroid of acceotable pulses and bins the 
results into 2048 pixels (of 1/2 diode width). We are also examining algorithms which 
eliminate sensitivity to differences in the odd- and even-diode readout channels. The 
ultimate goal of this program is to determine the simplest, fastest-running algorithm which 
locates the pulses to sufficient accuracy chat the detector resolution is limited by the 
incensifier. A hardware and bit-slice microprocessor-based data processing circuit is under 
construction for spaceflight applications where downlink telemetry bandwidth requires real 
time data reduction to the spectral histogram; the anticipated processing capacity is 
10“ cts s"‘. 


Performance characteristics 


The prototype detector system is being tested on an optical bench equipped such chat a 
pinhole or slit, illuminated by a mercury pen lamp, may be Imaged onto the detector. The 
Csl photocathode has sufficient response at the Hg resonance lines, \1849 and x2S37 A, that 
adequate count rates are easily achieved. The detector may also be diffusely illuminated 
for 'flat field' measurements by means of an Hg lamp and pinhole arrangement located several 
meters in front of the photocathode. 

Intensifier performance 

The well-peaked PHD characteristic of the S.MCP is shown in figure 2. The measurement 
was made with the detector diffusely illuminated, and with 1.9 KV MCP bias and 4.1 KV phos- 
phor bias. The PHD resolution, defined as the full width half maximum gain variation 
divided by the nodal gain, is approximately 70%. The PHD resolution is essentially inde- 

{ endenc of the phosphor bias and position along the array. The modal gain was found to vary 
ess chan 30% across the length of the array. While the well-defined PHD peak and gain 


uniformity domonitratod hart cooiblna to antur* tha hlgh-afflclancy photon counting capabil- 
ity of tha datactor, It appaara that tha PHD raaolutlon nay raadlly ba Improved by caraful 
S.MCP aalactlon and mora axtanalva channal tcrubblng. Timothy* has achlavad PHD rasolutlona 
as low as 34% with thasa platas. Ha has alpo Ufa tastad ona S.HCP to an accumulatad dosa 
of >10^* pulsas no** and found that It maintained Its high gain. 

With a 4.1 KV phosphor bias, pulsas In tha cantar of our PHD producad paak dlods signals 
of <n< 3% of saturation, which corrasponds to ^<2.5 x 10* alactrons. Assuming 50% total coup- 
ling lossas, 60% dlods QE at tha 5600 H wavalangth of tha P-20 phosphor and noting that >20% 
of the pulse signal occurs In tha paak diode, wa calculate that > 4 x 10* photons are emit- 
ted by tha phosphor. This corrasponds to a phosphor conversion afflclancy of >.015 ph aV*^, 
since the MCP gain Is > 1 x 10* . Although the Intanslfler produces more than sufficient 
gain whan operated at 4.1 KV phosphor bias, tha gain may ba increased by a factor of 2 by 
operating at 5 KV, or by a factor of >3.5 at the rated 6 KV. 

An 'average' pulse shape Is Illustrated In figure 3. This histogram was calculated by 
registering the peaks of pulses, uniformly distributed over tha length of the array, adding 
the signal In each of the 8 diodes on both sides of the peak, and normalizing. The FWHM ot 
this approximately Gaussian shape is about lOOw, or four diode widths, and virtually all of 
the signal Is confined to within 10 adjacent diodes. While the result compares favorably 
with previous multi-stage Intensified Retlcon detectors, the pulses are broader than 
expected from a single stage MCP Intenslfler. We have measured the spot diameter produced 
by a standard ITT 18 nn straight channel MCP Intenslfler with P-20 phosphor, operated at 
>10* electron gain, to be >55w FWHM. Two mechanisms have been proposed which may be oper- 
ating to broaden the pulses: poor colllmatlon of the electron pulse exiting the S.MCP due 

to Its very shallow (>.S channel diameter) end spoiling (most likely the dominant effect), 
and spreading of the high current -density electron pulse at the phosphor. There Is no 
apparent reason why the S.MCPs cannot be end spoiled to a greater depth; we are currently 
pursuing this with Galileo. A process known as Intagllatlon, whereby the cores of the fiber 
optic are partially etched out before application of the phosphor, which may serve to 
localize the pulses. Is being Investigated by ITT,^* However, this technique Is evidently 
still In an experimental stage and appears to suffer from difficulties in getting the 
phosphor grains to reside In the Intagliated wells. 

The pulse decay time of the P-20 phosphor was mtiasured by displaying the output signal of 
a photomultiplier tube directly on a storage oscilloscope. The pulses decay to 10% of their 
peak within >10us. Rosier' ° has measured a somewhau larger decay time of 30 vs (to the 10% 
of peak level) for a similar intenslfler operated at lower (>10*) gain. This very short 
decay time is attributed to the high instantaneous current density of the electron pulses, 
which Is on the order of several amps cm'* . This short pulse duration enables very rapid 
scanning of the array without the danger of counting a single pulse twice, on successive 
frames, and therefore also precludes the need for successive frame subtraction - required 
by the long decay tails produced by multi-stage Intenslfler packages. 

We have not yet measured the quantum efficiency (Q.E.) of the detector system. Hot'cver, 
our most recently constructed resistive anode encoded detector, which also employs a Csl 



Figure 2, Pulse Haight Distribution. 
The PHD resolution (>70%) demonstrated 
by the detector enables efficient 
photon counting. 
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Figure 3. 'Average' Pulse Profile. 
The approximately Gaussian shape of 
the video pulses produced by each 
photon event has >100v FWHM. 



photocathod* dapotltad directly on ch« MCP, ylaldcd 34T Q.E. at Lyman «. 'Ria battar PHD 
raaolution of the S.MCP device should serve to improve this efficiency. A Q.E. of 48% at 
Lo — a Csl coated S.^fCP detector system has bean reported by Timothy. 

Resolution. 


The spatial resolution of the detector system was evaluated initially with the simple 
peak detecting algorithm for pulse location described above. The profile obtained by 
imaging a 22v spot on the photocathode is shown in figure 4 (dashed profile) which illus- 
trates Chat this simple algorithm can locate the centers of the pulses to within the 25u 
diode width. The resolution is further improved by rejecting ^7% of Che pulses, which are 
wider chan normal or which occur in close proximity to another pulse, as is indicated by the 
solid profile. Figure 5 shows the approximately 50y F*<niM profile obtained for a 1.5 sd call 
by 22u wide slit image, with the long dimension of the slit carefully aligned with Che 
diodes . 


In both of these cases the actual detector resolution (minimum 2 pixels) is limited or 
degraded by the 25 u pixel width, and c- ns i datable information concerning the center of an 
event is discarded upon selecting c ly che peak diode. A more careful (but necessarily 
much slower to implement) caiculscL - of che pulse centroid can yiald the pulse location to 
within a small fraction of a diode width. The centroid is given simply by: 
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Figure 4. Point Source Image Profiles. 
These profiles were obtained by imaging 
a 22u diameter spot and locating photon 
events with simple peak signal detection 
algorithms. Pixels are 25v wide. 


where n is che diode nuB*ar and Sn is the 
5lgnal on diode n. We have calculated Chat 
for lOOu FWHM Gaussian-shaped pulses convolved 
with Ch^ trapezoidal aperture response of che 
diode arrt:y and digitized to 4 bits accuracy, 
che maximum error in position determination by 
a centroid calculation over 9 diodes centered 
on the pulse is ^257, of Che diode width (see 
below). The ultimate resolution- limiting 
factor Chen is not che diode spacing, but the 
MCP pore spacing. (Note that because Che 
pores are spaced in a hexagonal close-packed 
pattern the contribution from che pore spacing 
CO the resolution of properly aligned slit 
images can be smaller chan Che spacing, if the 
pattern is coherent over the length of the 
image.) A 9-point centroiding algorithm which 
bins the counts into 2048, >i diode-wide pixels 
was used to again measure the profile of the 
22y slit image (figure 6). The '><40v (FWHM) 




Figure 5. Slit Image Profile. A 1.5 nm 
tall X 22u slit was imaged onto the 
detector and a peak detection algorithm 
was used for event location. Pixels 
are 25u wide. 


Figure 6. Centroided Slit Image Profile 
Photon events were located to H diode- 
width accuracy with a pulse centroiding 
algorithm operating on che same raw data 
used for Figure 5. Pixel width is 12. 5u 




rttolution of chit profila la naarly all attrlbucabla to tha HCP channal spacing and tha 
slit inaga width, and claarly shows tha advantaga of cantroiding into narrower pixels. 

Fixad>pattam noise. 

A fairly large amount of odd-avan fixed pattern noise was very evident in the first 
'flat field' images that we produced, xuing the peek-detect algorithm. This is associated 
with the separate odd and even video lines which, on the Reticon readout circuit board, 
are independently amplified and subsequently recombined. Small offsets, corresponding to 
>«.257. of our least significant bit (LSB) level, between these amplifiers produced very 
noticeable (30%) odd-even asynnatry in the histogram. Furthermore, the offset is found to 
drift wildly during electronics warm-up, and could not be trinsed out over the entire length 
of the array. While use of temperature stable components in our newly constructed readout 
circuitry should minimize the drift; it will probably be loq>ossible to reduce the offset 
over the entire array to a level at idiich no signiflcv.c fixed pattern is discemable. 
Corruction for the offset cannot be made prior to peak location in the dedicAted pulse pro- 
cessing computer, since the offset required to produce significant odd-even asymnetry is a 
small fraction of the LSB level. Fortunately, the nine point centroid calculation algorithm 
was found to be much less sensitive to this offset: flat field histograms which show *v.50% 

asymnetry (defined as the difference in counts accrued in alternate bins divided by the sum) 
when produced by the peak location algorithm, show only 10% asynnatry when centroid calcula- 
tion is used. 


Sumnary and discussion 

The single stage intensified Reticon device which we have described here has demonstrated 
its feasibility as a photon counting detector and clearly holds promise for UV space 
astronomy applications. The 40u resolution, and stable, rigid mechanical image registration, 
together with the independent diode property wnich allows photometric accuracy to be main-* 
talned over the remainder of the spectrum when bright saturating features are present, com- 
bine to make the detector an obvious Improvement on the resistive anode MCP devices which we 
have been using. In addition, its small physical size, insensitivity to external fields, 
and low bias voltage requirements make this intensifier design desirable for both space 
flight instruments and, with modifications for use of a semi-transparent photocathode proxi- 
mity focussed on the S.MCF, for ground based applications. 

As mentioned above, we arc Invcs ..igating improvement of the detector performance charac- 
teristics, in particular, reduction of the pulse image width, improvement of PHD resolution, 
minimization of odd-even fixed pattern noise, increase of the array scan frequency, and 
identification of the most desirable pulse locating algorithm. Narrowing the pulse width 
is insortant for two reasons; pulse overlapping occurs at a lower rate for narrow pulses 
thereby improving the dynamic range, and accuracy and speed of the centroiding algorithm is 
also improved as fewer pixels are involved. We believe that with proper end-spoiling of the 
S.HCP a substantial reduction of the pulse width, perhaps to ^60u , will be achieved. 

We have investigated the accuracy of the event location algorithm as a function of pulse 
width, digitization accuracy, and the diode interval over which the pulse centroid is cal- 
culated. The pulses were assumed to be Gaussian in shape, and were convolved with the 
trapezoidal aperture response of the Reticon diode array to compute the error produced by 
calculating the centroid over both 5- and 9-diodc intervals centered on the diode with peak 
signal. Some of the results are presented in figure 7. The curves represent the pulse 
location error, as a fraction of the diode width, versus the true pulse center as it is 
moved in 32 equal steps from the center to one edge of a diode; errors for the pulse loca- 
tions on the other side of the diode center are the symmetrical inveisier. of chose shown. 

In each case the pulse peak signal is one half of full scale of the ADC. Although Che 
detailed shape of each curve depends strongly on the pulse amplitude, the maximum and RMS 
error are relatively insensitive to the pulse size, so these curves may be taken as repre- 
sentative. The solid curve illustrates the accuracy achieved for the conditions with which 
the line profile presented in figure 6 was measured: pulse width, W - 4 diodes, ADC 

accuracy • 4 bits, and using a 9 point centroid calculation. The rapid changes in error 
with small position shifts are due to the relatively poor digitization acctiracy. The error 
can be much reduced by using a 6 bit ADC as is Illustrated in the dashed curve, but only at 
the expense of reducing the speed of the event location calculation. The centroiding time 
may be markedly reduced by calculating the centroid over a smaller diode interval but large 
errors result if the wings of the pulse profile are ignored as shown in the dot-dash curve 
which limits the calculation to a 3-diode interval. Clearly it is most desirable to reduce 
the pulse width in order to improve both speed and accuracy of the centroid computation. If 
the width can be narrowed to 2.3 diode widths then the relatively fast 4 bit, 3 point calcu- 
lation will suffice, as is demonstrated by the <12% diode-width pulse locetion errors of the 
dotted curve. 

Tha ultimate resolution limiting factor, howaver, is the S.MCP pore spacing. Fortunately, 




Figura 7, Pulsa location arror va. pulaa location. Thaaa curvaa 
llluatrata tha affacta of pulaa width (V, dioda widtha) , digitization 
accuracy (ADC, bita) , and cantroiding intarval (Cl, diodaa) on avant 
location accur«Lcy. 

Galileo Electro-Optica Corp. is now marketing a 12v pore S.MCP with 15w cantar-to-eantar 
apacing: wa will evaluate one of thaaa plataa in tha near future. Preliminary indicationa 
are that the PHD resolution achieved with the 12u S.MCP is aomewhat poorar (^70%) than that 
of the 25u veraion, but should still readily parmit efficient pulse counting. They also 
oparate at about half the gain of the 2Su plates; again, this should pose no problam since 
tha intenslfier tested provided more than sufficient gain even at low (4.1 KV) phosplor 
bias. A datector system employing a 12u S.MCP and pulse centrolding to ^ diode accuracy 
might be expected to yield ^>2Su resolution. 

We are now beginning to test a custom-designed array readout module which has been care- 
fully laid out and employs only the high-reliability, temperatura-atablc components 
required for spice flight qualification. It is our hope Chat this circuit will allow us to 
trim out most of the odd-even video offset in a scable manner although variations of the 
offset over the length of the array will prevent its complete eradication. The module will 
also allow scan races to 2 MHz, with sufficient dynamic range, and will digitize the video 
signal CO 6 bits accuracy. We are concurrently designing a real time data processor based 
on the AMD 2900 series bit-slice microprocessor hardware. Preliminary estimates indicate 
chat this device will be able to calculate pulse centroids and increment a histogram for 
about 10,000 counts s~' . We chose a fast microprocessor approach to the pulse location 
cask, as opposed to a circuit implemented purely in hardware, in order to maintain as much 
flexibility as possible in the location algorithm. While firmware code alterations are 
nontrivial, such changes are much more readily made when compared to circuit redesign and 
fabrication, espacially for the high quality electronics required for space flight. 

We believe Chat this detector has sufficient meric thst we plan to usa it with a proto- 
type version of the HUT zpeccromecer , to measure the FUV (X8S0-17S0 %) daytime alrglow 
spectrum aboard an Aerobee sounding rocket in the near future. A second intenslfier, with 
minor modifications from the one described here, is being built for this purpose. The 
sounding rocket flight of the detector, if successful, will then serve as a means to qual- 
ify it for use on the HUT shuttle instrument. 
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